A simple analytical method for determining inorganic anions and formate in virgin olive oils by capillary electrophoresis with capacitively coupled contactless conductivity detection  by Travassos Lemos, Maria Augusta et al.
lable at ScienceDirect
Food Control 57 (2015) 327e332Contents lists avaiFood Control
journal homepage: www.elsevier .com/locate/ foodcontA simple analytical method for determining inorganic anions and
formate in virgin olive oils by capillary electrophoresis with
capacitively coupled contactless conductivity detection
Maria Augusta Travassos Lemos a, Ricardo Jorgensen Cassella a, Dosil Pereira de Jesus b, *
a Instituto de Química, Universidade Federal Fluminense, Niteroi, R.J., Brazil
b Institute of Chemistry, University of Campinas, UNICAMP, P.O. Box 6154, 13083-970, Brazila r t i c l e i n f o
Article history:
Received 17 December 2014
Received in revised form
15 April 2015
Accepted 16 April 2015
Available online 30 April 2015
Keywords:
Electrochemical detection
Food analysis
Food safety
Liquideliquid extraction
Nutritional information
Separation method* Corresponding author. Institute of Chemistry, Uni
6154, 13083-970 Campinas, SP, Brazil. Fax: þ55 19 35
E-mail address: dosil@iqm.unicamp.br (D.P. de Jes
http://dx.doi.org/10.1016/j.foodcont.2015.04.026
0956-7135/© 2015 Elsevier Ltd. All rights reserved.a b s t r a c t
This paper describes a novel and simple method for determining chloride, nitrate, sulfate, ﬂuoride, and
formate in virgin olive oil (VOO) by capillary electrophoresis with capacitively coupled contactless
conductivity detection. The anions were extracted from VOO by a simple ultrasound-assisted aqueous
liquideliquid extraction procedure. The anions were separated in less than 3 min with good peak res-
olutions using a background electrolyte composed of 15 mmol L1 histidine solution at pH 4.0, adjusted
with lactic acid, and 0.6 mmol L1 cetyltrimethylammonium hydroxide as electrosmotic ﬂow (EOF)
modiﬁer. Tartrate was used as internal standard (I.S.). The proposed method showed good linearity and
had coefﬁcients of determination (R2) ranging from 0.9984 to 0.9999. The limits of quantiﬁcation (LOQ)
were between 0.01 and 0.7 mg kg1. Recovery tests were used to evaluate the efﬁciency of the extraction
procedure; the recovery percentages ranged from 70.2 to 118%, with a relative standard deviation (RSD)
varying from 0.7 to 19.4%. The proposed method was applied to the determination of the anions in ﬁve
different commercial samples of VOO.
© 2015 Elsevier Ltd. All rights reserved.1. Introduction
The consumption of virgin olive oil (VOO) has been increasing
annually worldwide, including in Brazil. This increased popularity
of VOO is attributed to studies suggesting that peoplewho regularly
consume these oils appear to be less prone to heart disease
(Cicerale, Lucas, & Keast, 2012; Kesen, Kelebek, & Selli, 2014).
Moreover, VOO is an important source of healthful lipids and
micronutrients for humans (Garcia-Gonzalez, Aparicio-Ruiz, &
Aparicio, 2008). In addition to the interest from olive oil consumers
in the health beneﬁts of VOO, these consumers are concerned about
the quality and the integrity of this foodstuff, requiring monitoring
for adulteration and contamination with toxic species such as
heavy metals (Bakkali, Martos, Souhail, & Ballesteros, 2012;
Brkljaca, Giljanovic, & Prkic, 2013).
According to the International Olive Oil Council (IOOC) (http://
www.internationaloliveoil.org), a VOO after its extraction mustversity of Campinas, P.O. Box
21 3023.
us).only be processed by washing, decantation, centrifugation, and
ﬁltration. These treatments should not modify the physical and
chemical properties of the oils. However, the presence of inorganic
anionic species such as chloride, nitrate, sulfate, and ﬂuoride in
VOO is common because these species are naturally present in the
raw materials used in VOO production and can be introduced
during the industrial manipulation of the oil (Buldini, Ferri, &
Sharma, 1997; Clodoveo, Dipalmo, Schiano, La Notte, & Pati, 2014;
Dugo et al., 2007).
The inorganic anions in VOO might be beneﬁcial to human
health, depending on their concentrations. For instance, ﬂuoride is
important for skeletal bone and dental integrity in humans, but in
excess it may cause ﬂuorosis (Jackson et al., 2002; Ozsvath, 2008).
Chloride is one of the most common anions found in foods and
plays an important role in the metabolic acidebase equilibrium.
However, chloride promotes serious adverse effects when it is
present in high concentrations in humans (Buldini, Cavalli, &
Triﬁro, 1997). Nitrate is generally present in VOO because of the
widespread use of nitrogenous fertilizers. This anion is not very
toxic, but it can be reduced to nitrite in the human digestive tract,
which has some toxicity due to its conversion into carcinogenic
nitrosamines (Jakszyn & Gonzalez, 2006). Sulfate has low toxicity,
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ticides, such as copper sulfate, in olive cultivation (Buldini, Cavalli,
et al., 1997; Buldini, Ferri, et al., 1997).
Small organic anions can also be found in VOO, particularly
formate (formic acid), which is produced by oxidation processes
(Kiritsakis, Kanavouras,& Kiritsakis, 2002) during the deterioration
of the oil. Therefore, measuring the concentration of formate in
VOO may be important for quality control purposes.
Because of the different roles that the above mentioned anions
play in VOO, their quantiﬁcation is important in terms of nutri-
tional, toxicological, and technological issues. Currently, the most-
used techniques for the determination of small anions in foods
are ion chromatography (Buldini, Cavalli, et al., 1997; Buldini, Ferri,
et al., 1997; Dugo et al., 2007; Gomez-Ordonez, Alonso, & Ruperez,
2010; Licata et al., 2013; Lopez-Ruiz, 2000; Silveira, de Caland, &
Tubino, 2014) and capillary electrophoresis (CE), particularly using
capacitively coupled contactless conductivity detection (C4D)
(Kuban & Bocek, 2012; Kuban, Kobrin, & Kaljurand, 2012; Neaga,
Iacob, & Bodoki, 2014). Nevertheless, the determination of small
anions in VOO by CE has never been reported in literature, and only
one work was found reporting this analysis by ion chromatography
(Dugo et al., 2007). These ﬁndings and the importance of the
chemical analysis of VOO suggest that there is a demand for the
development of novel, rapid, and simple analytical methods
devoted to the determination of inorganic and small organic anions
in VOO.
CE-C4D is a powerful technique employed in the determination
of ionic and ionizable analytes, particularly for non-UV-absorbing
species with high electrophoretic mobilities. This technique has
been used for the determination of several inorganic and organic
species in different matrices (Kuban & Hauser, 2009, 2013). In
regards to analysis of natural samples, CE-C4D has been applied for
determination of ﬂavonoids in medical plants (Bachmann, Huck,
Bakry, & Bonn, 2007), cations in olive oils (Lemos, Pinheiro,
Cassella, & Jesus, 2014), ions in coconut waters (Richter, de Jesus,
Munoz, do Lago, & Angnes, 2005), and oleic acid in soybean oils
(Bockel et al., 2014). In a previous work (Lemos et al., 2014), we
demonstrated that CE-C4D is suitable for the determination of
inorganic cations such as Naþ, Kþ, Ca2þ, and Mg2þ in VOO, after
their liquideliquid extraction.
This paper is the ﬁrst to propose a method using CE-C4D for the
determination of Cl, NO3 , SO
2
4 , F
, and formate in VOO samples
after a simple aqueous liquideliquid extraction assisted by ultra-
sound energy. The method was applied to the analysis of ﬁve
different commercial samples of VOO.
2. Material and methods
2.1. Samples, reagents, and solutions
All of the reagents were of analytical grade, except methanol,
which was HPLC grade from J.T. Baker (Edo de Mex, Mexico). Lactic
acid solution 90% (w/w) was obtained from Merck (Darmstadt,
Germany), and L-histidine was supplied by Fluka (Tokyo, Japan).
The salts NaCl, NaF, NaNO3, MgSO4$7H2O, and sodium formatewere
purchased from Synth (Diadema, Brazil). Tartaric acid and
hexadecyl-trimethylammoniumbromide (CTAB) were obtained
from SigmaeAldrich (Steinheim, Germany). Anion exchange resin
was acquired from Vetec (S~ao Paulo, Brazil). Ultra-pure water was
obtained from a Direct-Q 3 UV Water Puriﬁcation System (Milli-
pore, Molsheim, France). Cetyltrimethylammonium hydroxide
(CTAOH) solution was obtained by passing a 10 mmol L1 CTAB
solution through an anion exchange resin.
For the CE separations, the background electrolyte (BGE) was
composed of 15 mmol L1 histidine, adjusted to pH 4.0 with thelactic acid stock solution. CTAOH was added (0.6 mmol L1) to the
BGE as an electrosmotic ﬂow (EOF) modiﬁer instead of CTAB to
avoid the interference of bromide ions. Standard stock solutions of
the anions were prepared by dissolving the respective salts at
10 mmol L1 in methanol, except sodium ﬂuoride, which was dis-
solved in ultra-pure water. The working standard solutions used to
obtain the calibration curves were prepared by diluting the stock
solutions with a 10-fold diluted BGE solution. The analyzed VOO
samples were purchased from local markets in Campinas (Brazil).
2.2. CE instrumentation and procedure
The CE separations were conducted in a homemade CE system
equipped with an also in-house made C4D (da Silva & do Lago,
1998). A wide-bore fused silica capillary column with a 60 cm
length (52.0 cm effective) and a 75 mm internal diameter was used
in the CE separations. The samples and the standard solutions were
hydrodynamically injected into the capillary column by pressure
(10 kPa) for 5 s at ambient temperature (20e25 C). The separation
potential was 20 kV, and the C4D was operated at 610 kHz (si-
nusoidal) and 2.0 V (peak to peak amplitude). Before the CE ana-
lyses, the capillary columnwas conditioned by sequential ﬂushes of
NaOH solution (1 mol L1), water, and BGE, for 5 min each. After
each separation run, the capillary was ﬂushed with BGE for 30 s.
External calibration method was applied for the quantitative
analysis, except for the formate analysis, which required the
application of the standard addition method to compensate for the
matrix effect. For bothmethods, the calibration curves were plotted
as the ratio of peak area of the analyte to that of internal standard
versus analyte concentration. Linear regression was performed on
the calibration curves using the least-square method to obtain the
coefﬁcients of determination (R2) and the regression equations. The
limits of detection (LOD) and quantiﬁcation (LOQ) were calculated
as the concentrations that yielded a signal-to-noise (S/N) ratio of 3
and 10, respectively. The software Origin 8.1 (OriginLab, North-
hampton, MA, USA) was used for peak integration and statistical
analysis.
2.3. GC-MS instrumentation and procedure
A gas chromatographyemass spectrometry (GC-MS) analysis
was performed to identify the formate ions in the VOO samples. The
analysis was conducted using an GC-MS system, model 7890 GC
(Agilent Technologies, Santa Clara, CA, USA), equipped with a 7693
autosampler and a 5975C inert XL MSD with a triple-axis detector,
operating in selected ion monitoring (SIM) mode. Ionization was
performed through the electron impact technique. The chromato-
graphic column was a narrow-bore (30 m length, 0.250 mm i.d.,
0.25 mm of ﬁlm) GC-Agilent HP-FFAP. The oven temperature was
held at 40 C (20 C/min) for 4 min; afterward, it was increased to
220 C (30 C/min) and maintained at this temperature until
13.8 min. The total run time was 14 min, with a solvent delay time
of 8.7 min. One microliter of the samples was injected (with a 1:1
sample split) into the GC-MS system. All MS spectra of the samples
were compared to the spectra of the formic acid obtained with a
standard solution and with the spectrum stored in the equipment's
library.
2.4. Liquideliquid extraction assisted by ultrasound
The anions were extracted from VOO as described by Lemos
et al. (2014) with a few modiﬁcations. For the determination of
chloride, nitrate, sulfate, and ﬂuoride, a mass of 10.0 g of the VOO
samples was weighted directly in a Falcon tube (15 mL). For the
determination of formate, a lower mass (1.0 g) of sample was
Fig. 1. Electropherogram of a standard solution containing Cl, NO3 , SO
2
4 , F
, HCOO,
and tartrate (I.S.) at concentrations of 3.55, 6.20, 9.61, 1.90, 4.50, and 30.00 mg L1,
respectively. Separation conditions: BGE: 15 mmol L1 histidine, adjusted to pH 4.0
with lactic acid, and 0.6 mmol L1 CTAOH as an EOF modiﬁer. A fused silica capillary
column 60.0 cm in length (52.0 cm effective) with 75 mm i.d. was used. Separation
voltage of 20 kV, hydrodynamic injection by pressure (10 kPa) for 5 s. C4D working at
610 kHz and 2.0 V (peak to peak amplitude).
M.A. Travassos Lemos et al. / Food Control 57 (2015) 327e332 329weighed in another Falcon tube. Then, 1.0 mL of a 10-fold diluted
BGE solution was added to the tubes that were manually agitated
for 2 min and sonicated for 15 min (Unique, UltraCleaner 1450).
During the sonication step, the tubes were manually homogenized
vigorously at a frequency of 3 times per minute to avoid the sep-
aration of the phases and to maximize the extraction efﬁciency.
Finally, the samples were centrifuged (Centribio, model 80-28) for
10 min at 4000 rpm, and the aqueous solutions were collected and
ﬁltered through polyethylene membrane ﬁlters with a pore size of
0.22 mm. Before the injection into the CE-C4D system, tartrate (I.S.)
was added to the aqueous extractions at a concentration of
30.00 mg L1.
In the recovery tests, the weighed VOO samples were spiked
with an appropriate volume of the methanolic standard solutions
of the anions. A volume of pure methanol (ca. 50 mL) similar to that
used in the sample spiking was also added to the non-spiked
samples to match the chemical compositions. All of the samples
were then allowed to equilibrate for 2 h. After the equilibration, the
same extraction procedure employed in the analysis of the samples
was carried out.
For the GC-MS analysis, the extraction procedure was the same,
but the BGE solution was replaced by ultra-pure water to avoid
clogging problems in the GC-MS system.Table 1
Analytical parameters of the CE-C4D method.
Parameter Anion
Cl NO3
Migration time (min)a 1.93 ± 0.07 2.06 ± 0.04
N/mb 55,667 63,897
Regression equationc y ¼ 0.334x þ 0.0036 y ¼ 0.187x þ 0.0363
R2 0.9984 0.9994
Conc. range (mg kg1) 0e23.4 0e34.0
Precision (%)d 7.8 3.8
LODe (mg kg1) 0.02 0.02
LOQe (mg kg1) 0.06 0.06
a Mean ± standard deviation for 5 consecutive replicate runs.
b Number of plates (N) per meter; N ¼ 5.54 (tm/w1/2)2, where tm ¼ migration time an
c x ¼ concentration of the corresponding anion (mg kg1); y ¼ ratio of the peak area
d Instrumental precision (RSD) of the peak areas for consecutive injections (n ¼ 4) of a
sulfate, ﬂuoride, and formate, respectively.
e Limits of detection (S/R ¼ 3) and quantiﬁcation (S/R ¼ 10), considering a preconcen3. Results and discussion
3.1. CE separation
Fig. 1 displays an electropherogram of a standard solution con-
taining the anions under study. This result demonstrated that the
optimization of the separation conditions, particularly the BGE
composition, allowed a fast separation (less than 3.0 min) with
good resolution. All of the anions could be detected by the C4Dwith
good intensity because these species have high electrophoretic
mobilities, which result in analyte zones with high conductivity.
Therefore, a BGE with low conductivity was chosen because a
bigger difference between the conductivities of the analyte zone
and the BGE leads to a higher detected signal (Brito-Neto, da Silva,
Blanes, & do Lago, 2005). In contrast, the most common detection
system (i.e., spectrophotometric detection) available in commercial
CE systems can only simultaneously detect the analyzed anions
using the indirect detection mode because only nitrate shows a
signiﬁcant UVevis absorptivity.
Considering that inorganic species were the most abundant
among the analytes, an inorganic I.S. would be more adequate.
However, the inorganic anions that were evaluated as I.S. such as
perchlorate and thiocyanate showed co-migration with the analy-
tes. So, tartrate was chosen as I.S. because its peak resolved well,
and it was not detected in the analyzed VOO samples at concen-
trations higher than the limit of detection of the CE-C4D method.
3.2. Identiﬁcation of formate in the VOO by GC-MS
The electropherograms of the extracts obtained by CE-C4D
system showed an intense peak at 2.69 min, which could be
initially assigned to the presence of formate ions in the extracts.
However, only a few papers have reported the detection of formate
in VOO (Vichi et al., 2003); moreover the use of CE for this purpose
has never been described in literature. So, to conﬁrm that formate
was present in the VOO samples, GC-MS analysis was performed.
The obtainedMS data (not shown) conﬁrmed that the VOO samples
contained appreciable amounts of formic acid.
3.3. Figures of merit
The main analytical parameters of the CE-C4D method were
evaluated (Table 1) according to the recommendations of the
literature (Ribani, Bottoli, Collins, Jardim, & Melo, 2004) for vali-
dating the analytical separation methods. The relative standard
deviation (RSD) for themigration times ranged from1.8 to 3.6%. The
separation efﬁciency in terms of the number of plates per meter (N/SO24 F
 HCOO
2.23 ± 0.04 2.69 ± 0.05 2.69 ± 0.07
72,140 299,215 176,868
y ¼ 0.136x þ 0.1523 y ¼ 0.353x  0.3569 y ¼ 0.133x  0.0008
0.9996 0.9986 0.9999
0e48.2 4.2e21.0 0e27.2
11.7 1.6 11.4
0.02 0.04 0.2
0.07 0.01 0.7
d w1/2 ¼ peak width at half height.
of the anion to that of the internal standard.
standard solution containing 0.6, 0.9, 2.5, 4.2, and 0.7 mg kg1 of chloride, nitrate,
tration factor of 10, except for formate (no precocentration).
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achieved by separations using capillary zone electrophoresis. The
coefﬁcients of determination (R2) for the calibration curves were
suitable, and the linearity over the concentration ranges was
acceptable by the lack-of-ﬁt test (Danzer, Currie, & Chem, 1998).
The limits of detection (LOD) and quantiﬁcation (LOQ) were
calculated considering the preconcentration factor of 10 provided
by the liquideliquid extraction procedure, excepted for the formate
determination, in which preconcentration was not required. These
limits were comparable with those obtained by Dugo et al. (2007)
using ion chromatography, but the CE-C4D method could perform
the analysis in a shorter time (3 min) and produced a smaller
amount of residues.
3.4. Matrix effect and recovery tests
Thematrix interference on the CE-C4Dmethodwas evaluated by
comparison of the slopes of the calibration curves obtained by
external calibration (in solvent) and by standard additions in the
extracts of the VOO samples. Among the analyzed anions, only
formate showed signiﬁcant matrix effect, particularly for the
samples 1 and 4, as depicted in Table 2. Thus, for all VOO samples
the standard addition method was adopted for the determination
of formate ions.
To evaluate the accuracy of the method, recovery tests were
conducted in triplicate for all commercial samples at three different
levels. The recoveries (Table 3) varied from 70.2 to 118% with RSDs
ranging from 0.7 to 19.4%. Based on these results, we concluded
that the CE-C4D method showed a satisfactory accuracy for the
determination of the target anions in VOO.
3.5. Analysis of VOO samples
Fig. 2 displays electropherograms of the aqueous extracts ob-
tained from a VOO sample with and without spiking with the
analyzed anions. The slight shifts observed in the migration time of
the peaks were most likely due to small changes in the electro-
smotic ﬂow (EOF) magnitude, among the separation runs.
Five different commercial VOO samples were analyzed in trip-
licate. The sample throughput was approximately 2 h1 (sample
preparation and CE separation), but this value could be improved
using parallel multi-sample preparation. The anion concentrations
found in the analyzed samples are shown in Table 4. Only formate
could be determined in the samples; the other analytes showed
concentrations below the LOQ. According to Kiritsakis et al. (2002),
formic acid may be formed in VOO owing to oxidation processes
related to the deterioration of the oil. Thus, by measuring the
concentration of formate in VOO, the proposed CE-C4D method has
the potential for applications in the quality control of this type ofTable 2
Results of the matrix effect for formate determination in VOO samples.
Sample R2 Regression equation
standard addition
methoda
Regression equation
solventb
Difference
in the
slopes (%)c
1 0.9973 y ¼ 0.110x þ 0.6982 y ¼ 0.133x  0.0008 17.3
2 0.9936 y ¼ 0.121x þ 1.1189 9.02
3 0.9996 y ¼ 0.120x þ 1.0722 9.77
4 0.9998 y ¼ 0.160x þ 0.1017 20.3
5 0.9967 y ¼ 0.139x þ 0.4334 4.51
a Calibration curves for formate in the VOO extract.
b Calibration curve for formate in solvent.
c Relative difference (%) between the slopes of the calibration curves in solvent
and in the VOO extract; negative and positive percentages mean suppression and
enhancement of the signal, respectively. Ta
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Table 4
Results of the analysis of the VOO samples.
Sample Concentrationa (mg kg1)
Cl NO3 SO
2
4 F
 HCOO
1 n.d. n.d. n.d. n.d. 11.7 ± 0.01
2 n.d. n.d. n.d. n.d. 15.7 ± 0.01
3 n.d. n.d. n.d. n.d. 16.7 ± 0.06
4 n.d. n.d. n.d. n.d. 1.09 ± 0.02
5 n.d. n.d. n.d. n.d. 5.78 ± 0.01
n.d. ¼ not detected (<LOQ).
a Mean ± standard deviation (n ¼ 3).
Fig. 2. Electropherograms of the aqueous extraction solutions from (A) a non-spiked
VOO sample and from (B) the VOO sample spiked with Cl, NO3 , SO
2
4 , F
, and
HCOO at concentrations of 3.55, 6.20, 9.61, 1.90, and 4.50 mg kg1, respectively.
Tartrate was added (30.00 mg L1) to the extractions solutions as internal standard
(I.S.). The separation conditions were as described in Fig. 1.
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disagreement with Dugo et al. (2007), who detected ﬂuoride, sul-
fate, and chloride in samples of VOO. However, it is important to
highlight that the chemical composition of the VOO, particularly for
the minor constituents, can vary signiﬁcantly with the geographical
origin, storage conditions, and industrial processing of the oil.
4. Conclusions
VOO is an important commercial product and source of nutri-
ents. The chemical analysis of VOO is relevant to ensure quality
control, safety, and nutritional information for this foodstuff.
However, such an analysis is difﬁcult to perform because of the
complexity of the VOO matrix. Until this paper was written, the
development of analytical methods for the determination of small
anions in VOO was mostly neglected; however the proposed CE-
C4D method was demonstrated to be simple, rapid, and sufﬁciently
accurate for the determination of small inorganic anions and
formate in VOO. Trace levels of Cl, F, NO3 , and SO
2
4 were
determined, and concentrations of formate ions higher than
1 mg kg1 were found in all the analyzed samples. Thus, consid-
ering that formatemay be a chemical marker of the deterioration of
the oil by oxidative processes, the CE-C4D method can have also a
potential application in the monitoring of VOO deterioration.
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